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ABSTRACT 

,This report  presents  results of wind tunnel tes t  data for severa l  
Beckman & Whitley Series 50 and Climet Model Cl -14  anemometers.  
The p r imary  purpose of the wind tunnel testing was the determination 
of the following two response parameters: the distance constant and 
the damping rat io  of the anemometers. 

The dependence of the distance constant on the electronic filter 
used to  filter the output signal of the wind speed sensor  is discussed. 
The importance of the distance constant in measuring the fluctuations 
of the wind is i l lustrated by showing how this parameter  affects the 
frequency response curves of the anemometers.  
the distance constantswere found to  be 1. 14 me te r s  for the Beckman & 
Whitley Ser ies  50 and 0. 73 meters for the Climet Model C1-14. 

The average values of 

The damping ratio,  i n  agreement with theory, is shown to be in- 
dependent of wind speed. 
0.59 fo r  the Beckman & Whitley Ser ies  50 and 0.47 for  the Climet  Model 

The values obtained for this parameter  were  

C1-14 anemometers.  P 
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ANALYSIS O F  WIND TUNNEL DATA FOR SEVERAL BECKMAN & 
WHITLEY SERIES 50 AND CLIMET MODEL C1-14 ANEMOMETERS 

b 

SUMMARY 

This report  presents  resul ts  of wind tunnel tes t  data for severa l  
Beckman & Whitley Series  50 and Climet Model C1-14 anemometers.  
The p r imary  purpose of the wind tunnel testing was the determination 
of the two following response parameters: the distance constant and the 
damping ratio of the anemometers.  The average values of the distance 
constants obtained from the testing were 1. 14 and 0. 73 me te r s  for the 
Beckman & Whitley and Climet anemometers,  respectively. F o r  the 
damping ratio, the average values were found to be 0.59 for the Beckman 
& Whitley anemometers and 0.47 f o r  the Climet anemometers.  

A discussion is presented on the dependence of the distance con- 
stant on the electronic filter used to fi l ter  the output signa!, of the wind 
speed sensor.  

INTRODUCTION 

When measurements of the  wind a r e  made, the accuracy of the 
measuring instrument should be understood as thoroughly as possible. 
To properly interpret  wind data as measured by an anemometer,  it is 
necessary to know the response character is t ics  of the anemometer. 
The distance constant and the damping ratio a r e  the two parameters  
which a r e  generally used to determine the response character is t ics  of 
a n  anemometer. Knowledge of the above parameters  becomes m o r e  
important in  measuring high frequencies which approach the capability 
of the instrument. The amplitude resolution as a function of frequency 
is determined by the distance constant. 

The damping ratio is used to determine how well a wind vane will 
indicate the t rue  wind direction, that is, how the vane will follow the 
wind when there  is a change in direction. 
studies,  such as the on-pad response of the vehicle to'winds, the accu- 
ra te  measurement  of wind speed as a function of frequency, and wind 
direction as a function of the change may be very important. The f r e -  
quency response character is t ics  of anemometers is usually not c r i t i ca l  

In various space vehicle 
. 



for measuring average wind speeds and directions over severa l  minutes 
and longer, but must  be accurately known i f  high frequency measu re -  
ments a r e  to be made. 
not have the capability for measuring win& at a frequency above ~1 - 2 
cyc/sec. 
and damping r.atio may be determined in a wind tunnel. 
for a number of Beckman & Whitley Ser ies  5 0  and Climet C1-14 ane-  
mometers  in the White Sands Missile Range wind tunnel to obtain a better 
understanding of the instruments and to establish their  capabilities for 
measuring the higher frequencies. These anemometers a r e  to be usedon 
the 500-foot meteorological tower and various launch complexes at Cape 
Kennedy . 

Most commercially available anemometers  do 

The response character is t ics  given by the distance constant 
This was done 

The participation and assis tance received from the various people 
who made these tests and this report  possible a r e  greatly appreciated. 
Those making notable contributions were Mess r s .  Roy I. Glass,  Roy 
E. P r i c e ,  Bert  Saldana, Joseph Weber, and SP-5 Allen Pe t te rson  of 
the Environmental Sciences Department, U. S. Army R&D Activity, 
White Sands Missile Range, New Mexico; and Mr. G e o r g e  Norwood of the 
Atmospheric Measuring Group, and Mr. Wade P e r r y  of the Environ- 
mental  Applications Group, NASA, Huntsville, Alabama. 

WIND TUNNEL FACILITY 

The wind tunnel used was the Wind Instrumentation Research  
Facility located at the White Sands Missi le  Range (WSMR), New Mexico. 
This wind tunnel is a low speed closed circuit  system having features  
which make it ideally suited for calibrating and investigating anemome - 
t e rs .  
of 4 x 4 ~ 6  feet. Foam 
rubber gaskets approximately 1 . 5  inches thick a r e  used to isolate the 
tes t  chamber from the main structure.  
tion transfer between the tes t  chamber and the main  structure.  The 
contraction section of the tunnel follows an exponential function and has  
a ratio of approximately five to one. 

The tes t  chamber is a rectangular parallelepiped having dimensions 
The six-foot side is paral le l  to the wind flow. 

These gaskets reduce the vibra-  

A i r  movement (wind) in the tunnel is generated by a blower, which 
has  both speed and pitch controls. 
for the tunnel is 0. 22  to 38 .0  m e t e r s  pe r  second. 
ments  of 0.04 m e t e r s  per  second is possible for low wind speeds. 
instrumentation used to measure  tunnel wind speed consists of a Prandt l  
tube, an  eddy-shed hot wire sensor ,  and a mean-velocity hot wire sensor.  

The approximate wind speed range 
Speed control in  incre-  

The 
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Further  information on the above and other factors concerning the 
wind tunnel facility a r e  given in Reference 1. 

RESPONSE PARAMETERS INVESTIGATED 

The response characterist ics of the wind speed and direction sen-  
s o r s  were investigated by checking the consistency of experimentally de- 
termined distance constants and damping ratios of the respective sensors.  
A better interpretation ?f the variations in the wind data can be made if 
the parameters  a r e  consistent f rom measurement to measurement.  The 
distance constant, L, is defined as the length of a column of air after a 
sharp-edge gust, o r  partial  lull, has occurred for the anemometer speed 
to reach 63  percent of the new equilibrium value (Ref. 2). The distance 

I constant is given by 

L = UT,  (1) 

I .  

where Ti is the equilibrium speed and 7 is the t ime constant. The t ime 
constant var ies  inversely with the equilibrium wind speed. In determin- 
ing the time constants f rom the WSMR tes t s ,  no attempt was made to de- 
termine the zero time point on the chart  records.  Rather, a convenient 
point on the chart  was chosen where the initial oscillations had damped 
out. 
the next section of this report. 

The point used for the zero time point will be discussed further in  

The parameter used to check the response of the vanes was the 
damping ratio. This ratio,  h, is. given by (Refs. 3 and 4) 

where xI is the number of degrees the vane is deflected relative to the 
direction of the tunnel flow and x2 is the number of degrees the vane 
overshoots the equilibrium value when suddenly released. 
is for vanes which have a very small second excursion. 

This equation 

The Honeywell 1612 Visicorder oscillograph a s  shown in  Figure 1 
was used to record the wind tunnel data. Figures  2 and 3 show the Beck- 
man & Whitley Series  50 and Climet Model C 1-14, respectively. 

3 



ANALYSIS O F  THE WIND TUNNEL DATA 

In all the wind tunnel t e s t s  th ree  wind speeds were used: 
8.94, and 13.41 me te r s  per  second. 
response portion were 10 and 20 degrees.  

4.47, 
Deflection angles used in  the vane 

F o r  the Beckman & Whitley Series  50 "Staggered-Six" cup assembly, 
the cups were orientated with one of the top three cups convex to the 
tunnel flow ( F i g .  4). However, because of the way the cups a r e  a s sem-  
bled, there  would be no difference in  the tes t  resul ts  had a different cup 
orientation been used. 
for one of the cup a r m s  to be pointing into the wind flow (Fig .  5). This  
orientation was chosen to obtain a value of the distance constant that 
would be representative of both locked-rotor and braking values as de-  
scr ibed by Schubauer and Adams (Ref. 2). 

The cup orientation for the Climet system was 

In addition to testing the response character is t ics  of the anemom- 
e t e r s ,  a high wind speed t e s t  was run on one Beckman & Whitley Ser ies  
50 wind speed sensor  and one Climet Model 0 1 1 - 1  wind speed sensor .  
Each t e s t  w a s  s tar ted at a tunnel wind speed of 4.47 m e t e r s  per  second 
and steadily increased to the maximum tunnel speed. For  these two 
tes t s  the maximum tunnel speed was approximately 38.0 m e t e r s  per  
second. 
anemometer mounted down tunnel f rom the anemometer being tested. 
Both anemometers met  the objectives of the tes t s ,  that is, to operate 
and to  measure the wind speed at the highest tunnel wind speed possible. 

The tunnel wind speed was determined by use of an  Aerovane 

In the wind speed response portion of the WSMR tes t s ,  the initial 
conditions were cups locked (unable to rotate) in the position as p r e -  
viously described, and then the tunnel wind speed was brought to a p r e -  
determined equilibrium value. When the wind speed had reached the 
equilibrium value, the cups were unlocked. 
by use of the cups was recorded before ( 0  m/sec) ,  during, and after the 
equilibrium wind speed had been reached (F igures  6 through 11). F r o m  
these records,  it is possible to determine the t ime constant of the ane- 
mometer  if  the chart  speed of the recorder  is known. To determine the 
t ime constants f rom the wind tunnel records  the initial t ime ( ze ro  t ime) 
was considered to be at the point where the wind speed t r ace  c rossedthe  
2. 235, 4.470, and 6.705 me te r s  pe r  second lines for the three speeds 
used: 4.47, 8. 94, and 13.41, respectively. This was done to obtain a 
better estimate of the distance constants. In all tes t s  for determining 
the distance constant and the damping ratio,  the chart  speed was 0.102 

The wind speed as measured  
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. m e t e r s  per  second. Once the t ime constant is found, the distance con- 
stant can be computed by use of equation (1) if  the equilibrium speed is 
known. As previously stated the equilibrium speeds were 4.47, 8.94, 
and 13.41 me te r s  per  second, and were known for each test. 
values of the distance constants fo r  the WSMR wind tunnel tes t s  are given 
in  Table I. 
wind speed and make of anemometer. 
to determine each of the mean distance constant values is given immedi- 
ately a f te r  the distance constant. 

The mean 

In this table the distance constants a r e  given according to 
The number of observations used 

The distance constant for the Beckman & Whitley Series  50 de- 
c reases  for  an increasing wind speed by approximately 10 percent. 
Climet Model C1-14 increased by approximately 6 percent for an increas-  
ing wind speed. 

The 

For  both the Beckman & Whitley Series  50 and the Climet Model 
C1-14 anemometers,  the value obtained for the distance constant is in  
good agreement with company specifications (Ref. 4 and 5). 
constants for both anemometers,  however, were found to be directly 
dependent on the electronic filter used in filtering the output signal of 
the wind speed sensors.  
were optimized for a wind speed of 13.41 me te r s  p e r  second. 
of the filters used is shown in Figures 12 and 13. 
developed experimentally at WSMR before the tes t s  to provide an  accept- 
able noise level for the range of speeds used. 

The distance 

The filters used on the respective anemometers  
A schematic 

These f i l ters  were 

The effect of the electronic filter on the output signal can be seen 

Figure 6 has a greater  amount 
The amplitude of this 

The major  portion of this 

by a comparison of Figures  6 and 7 .  
the wind speed t races  for both figures. 
of oscillation (ripple) in  i ts  t race  than Figure 7. 
ripple is obviously a function of wind speed. 
ripple resul ts  i rom d.c. pulses, output signal of the wind speed sensor ,  
which have been passedbythe fi l ter  used (Fig. 12). 
Figure 6 had been filtered to the extent that i ts  t race  was as smooth as 
that of Figure 7, then the distance constant would have been greatly in- 
creased. 
the fi l ter  is a function of frequency; the higher the frequency the smoother 
the output. 
Figure 7 more.  
that the range of wind speed for which the distance constant is approxi- 
mately .constant is altered. Thus, the character is t ics  of the electronic 
fi l ter  may be as important or maybe even more  important, than the 

The same filter was used to obtain 

If the signal of 

This is a consequence of the fact that the s ignal  passed by 

Further  filtering would also have smoothed the t race  of 
Another effect of more filtering (smoother output) is 
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response characterist ics of the sensor. 

The importance of the distance constants is i l lustrated by the re -  
sponse curves given in  Figures  14 and 15 fo r  the Beckman & Whitley 
Ser ies  50 and the Climet Model C l - 1 4 ,  respectively. A comparison 
of the figures shows that the Climet anemometer measu res  the ampli-  
tude of the wind speed fluctuations m o r e  precisely to a higher gust f r e -  
quency than the Beckman & Whitley Ser ies  50. 
frequency of 5.0 cyc-les pe r  second and a wind speed of 13.41 m e t e r s  
pe r  second, the Climet anemometer measu res  approximately 50.0 per  - 
cent of the amplitude as compared to 35.0 percent  for  the Beckman & 
Whitley Series 50. These theoretical  resu l t s  were  obtained under con- 
trolled conditions. 

Fo r  example, at a 

The damping ratio of a wind vane is a parameter  which gives an  
indication of how the vane r e s i s t s  overshooting the wind direction when 
there  has been a change in  wind direction (Ref. 3 ) .  
on the damping ratio, reference should be made to any good analytical 
mechanics book, e. g. , Reference 6. 

F o r  a discussion 

Equation (2) shows that the damping rat io  is independent of wind 
speed. However, th ree  wind speed values were used in determining 
the rat io  (4.47, 8 .94 ,  and 13.41 mete r s  pe r  second). To determine 
the damping ratio, the wind vane was deflected through a known angle 
(10 o r  20 degrees) with respect  to the tunnel flow for a given wind speed 
and then released. A record was made of the actions of the vane during 
the deflected portion, during the approach back to the tunnel flow direction 
and for a short  t ime after the vane had stabil ized(Figures 16 through 27). 

The damping ratios wefe determined by equation (2).  The ratio 
values a r e  given in t e r m s  oi speed and deflection angle in  Table 11, which 
also gives the number of observations used in determining the damping 
ratio. 

The values of the damping ratio for the Beckman & Whitley Series  
50 Quick 1 Vane given in  the table a r e  in  excellent agreement with the 
value quoted in company specifications (Ref. 4). 
shows that the values obtained from the tes t s  and listed in the table for 
the Climet Model 012-1  Vane a r e  higher than those given by company 
specifications (Ref. 7). This indicates that the Climet vanes tested were 
slightly better than specified by the manufacturer. 
of the damping ratios were 0.59 fo r  the Beckman & Whitley Quick 1 Vane 
and 0.47  for the Climet Model 0 1  2-1 Vane. 

Also a comparison 

The average values 
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COMMENTS AND CONCLUSIONS 

This analysis of wind tunnel data for several  Beckman 81 Whitley 
Series  50 and Clhnet Model C1-14 anemometer systems was primarily 
concerned with the damping ratio and the distance constant. The damping 
ratios and the distance constants of the anemometers tested were found 
to be essentially in agreement with company specifications (Refs. 4, 5, 
and 7). 
tained to gust frequency of 3 - 5 cycles per  second with either of the 
two types of anemometers tested, the Climet C1-14 has the better re- 
sponse. Because the data obtained from either of the wind speed sensors  
is greatly influenced by the electronic fi l ter ,  ca re  should be exercised in  
selecting one for use in obtaining wind data f rom these types of anemome- 
te rs .  The response parameters  given in this report  were theoretically 
obtained under controlled conditions (wind tunnel), and may not be indica- 
tive of the responses to t rue atmospheric conditions. 

It has been shown that although fairly good wind data can be ob- 
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&'igure 4. Cup Orientation With Reference to Wind Flow for the Top 
Three Cups of the Beckman& Whitley Series 50 Windsystem 

Figure 5. Cup Orientation With Reference to Wind Flow for the Climet 
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Figure 12. Schematic of Electronic F i l te r  Used to Fi l ter  the Output 
Signal of the Beckman & Whitley Series  50 Wind Speed Sensor 
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